Preventing iatrogenic air embolism in the intensive care unit.
Air embolism is a potentially fatal consequence of incorrect connection of endotracheal tube cuff inflator devices. Currently, air lines from these devices can be connected to indwelling cannulae without impediment. This possibility can be eliminated with a simple modification of the air line, as described here.